ven though BPL interference has 
captured the headlines for some 
time now, amateurs continue to be 
bothered by old-fashioned power 
line noise. In some areas, power line noise 
problems are actually getting worse due to 
utility company maintenance budget limita- 
tions. 

A call to your local power company 
should be all that it takes to resolve power 
line noise problems. Radiation from leaky 
power equipment is a nonintended emitter 
in FCC speak and the power companies are 
required to address the issue. Unfortunately, 
in real life, an amateur is much more likely 
to achieve prompt resolution if he can point 
the power company towards the source of 
the noise. The relatively simple receiver 
described here can help you do exactly that. 


Helping the Power Company will 
Help You 

Due to the various potential sources of 
radio noise, it is advisable to do some inves- 
tigation before contacting the utility company. 
For one thing, it is possible that the noise being 
picked up may not be power line noise at all, 
and it is also possible that the noise is coming 
from something in the amateur’s own house 
or a close neighbor’s house. Examples of 
possible noise sources include light dimmers, 
switching power supplies, electric fences, and 
even doorbells. Some utility companies have 
limited capability to pinpoint the source of 
noise, so anything the ham can do to locate the 
problem will only help to resolve the problem. 
It also happens that many noise sources are 
moisture dependent, so if you have a prob- 
lem on rainy days and the investigative crews 
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A Home-made 
Ultrasonic Power 
Line Arc Detector 


The device described in this article 
can help you track down power line 
noise sources to help utility crews 
more quickly resolve problems. 


James T. Hanson, W1TRC 


come out on clear days (that’s when 'd want 
to climb a pole!), it can be a long time before 
the crew tracks down the problem. 

There have been many excellent magazine 
articles and books published on how to deter- 
mine the location of radio noise and one of the 
best sources of information is the ARRL Web 
site technical information service page titled 
“Track and Solve Electrical Interference.”! 
The references on this site describe how to 
recognize and locate power line noise, and 
describe the best radio receiver devices and 
techniques to do this. In general, the articles 
point out that VHF or UHF AM receivers are 
the best for locating noise, because, at the 
higher frequencies, power line noise is gener- 
ally weaker, so one must be fairly close to the 
source to pick it up. It is also possible to build 
or purchase some type of directional antenna 
for use at these frequencies. The antenna can 
be as simple as a dipole, with the nulls off the 
ends used as an indication of the direction of 
the interference. 


Getting Closer is Even Better 

Once the source of the radio noise has 
been narrowed to a particular utility pole 
or one of several poles, it is advantageous 
to verify the source of radio noise. One 
instrument that is capable of doing this is an 
ultrasonic detector. Arcing from a utility pole 
makes acoustic noise, as well as radiating RF. 
The sound is usually at ultrasonic frequen- 
cies around 40 kHz, and this requires special 
equipment to detect.” Commercial ultrasonic 
detectors have been available for a number 
of years but they have been very expensive. 


‘Notes appear on page 45. 


This article describes a homemade ultrasonic 
detector that can be built by the typical ham 
at reasonable cost. 


Why Build an Ultrasonic Detector? 


I have had and continue to have multiple 
sources of power line noise, all of which are 
intermittent. The strength of the noise varied 
from S7 to S9 +20 dB. Before contacting the 
utility company, I used a VHF MFJ-852 line 
noise meter to locate the general area of the 
noise sources and traced the noise to three 
different locations, all of which were within 
“4 mile of my home. This was all done before 
I built an ultrasonic detector. 

At this point, I sent a certified letter to the 
utility company, describing the noise prob- 
lems I was having, and the steps I had taken 
to identify where I thought the problems 
were located. Within a few weeks, I received 
a telephone call from the utility radio lab 
informing me that they were sending out a 
person to investigate the noise problem. The 
person was coming out on a specific date 
to do the investigation. This bothered me a 
little bit since the noise was intermittent, and 
I wondered if the noise would cooperate with 
the scheduled investigation. 

As it turned out, the noise did not cooper- 
ate, and on the day that the person came from 
the radio lab, all was quiet. The single tool 
that the investigator had to locate the noise 
was a commercial ultrasonic detector, but I 
could tell from my MFJ-852 line noise meter 
that everything was silent on this particular 
day. Fortunately, the person from the radio 
lab was sympathetic and scheduled another 
day to look for noise. On this second visit, 
two of the locations were generating noise 
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at full blast, and the investigator found two 
sources of arcing at both locations. A work 
crew was scheduled to do the repairs. 

Unfortunately, the work that was initially 
done by the repair crew did not solve the noise 
problem. Prior to the work, I had decided to 
build an ultrasonic detector for myself. This 
was an instrument that the utility company 
used and understood, and I could do my own 
independent investigation of exactly where 
the noise was coming from when the noise 
was present. After I continued to experience 
noise problems following the completion of 
the initial repair work, I was able to go to 
the locations on days that I was experiencing 
noise and was able to not only locate the pole 
but also the location on the pole that had the 
source of the arcing. After reporting this to the 
utility radio lab, they made additional trips to 
the site and were able to verify my measure- 
ments so additional repair work was done. 
The occurrence of noise has been substantially 
reduced, and the utility company has prom- 
ised to clear up any remaining problems. 

One of the features of an ultrasonic detec- 
tor that makes it so valuable is its narrow 
beam-width. The 18 inch parabolic dish that 
I used has a directional beam width of about 
1.5°. Because of this narrow beam width, it is 
possible to determine not only which pole has 
arcing, but also where on the pole the arcing 
is coming from. It is also surprising how loud 
the arcing can be. I have had the experience of 
being able to easily detect arcing from a pole 
while standing across the street from the pole 
that had an arcing insulator. 


The Ultrasonic Detector Details 
One of the first things I did when I decided 
to build an ultrasonic detector was an Internet 
search for construction details. I found that 
there is a large group of hobbyists who have 
built electronic detectors that could detect 
the ultrasonic sound of bats (the flying kind). 
The detectors fall into several general catego- 
ries. One type of detector simply amplifies 


the high frequency bat signal and feeds the . 


amplified output into a threshold comparator 
followed by a frequency divider to generate a 
lower frequency signal within the frequency 
range of the human ear. A second type of 
detector is classified as a frequency translator. 
These detectors operate like a direct conver- 
sion receiver and simply amplify and then mix 
the ultrasonic signal with a local oscillator to 
heterodyne the ultrasonic signal to audio fre- 
quencies, which can be heard with earphones. 
Because it preserves the amplitude and sound 
characteristics of the ultrasonic signal, this is 
the type of detector that I decided to build. A 
simplified block diagram of the detector is 
included in Figure 1. 

The heart of the detector is a parabolic 
dish and a transducer capable of picking up 
ultrasonic sound. Several companies make 
low cost transducers that have a peak response 
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at 40 kHz. This is fortunate, since this is also 
the frequency at which power line arcs are 
readily detected. The transducer I used was 
the Kobitone 255-400ER18, a stock item at 
Mouser Electronics. The output of the ultra- 
sonic transducer is amplified in a low noise 
preamplifier and is then fed to a mixer in 
which the signal is heterodyned to audio fre- 
quencies by mixing with an oscillator that is 
offset from the 40 kHz ultrasonic signal. The 
resultant audio signal is filtered in a simple 
low pass filter and amplified to produce an 


40 kHz 
Transducer 


Parabolic 
Reflector 


30 to 48 kHz 
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’ 

; row 
audio output to a pair of earphones. “he elec- 
tronics operate from a single 9 V batty. 

The parabolic dish assembly is , modi- 
fication of a design that was built by Greg 
Kunkel.? In his original application, Gregused 
an audio microphone and a recorder to pick up 
and record bird songs. The beauty of Greg’s 
design is that it uses an off-the-shelf Edmund 
Scientific parabolic dish and low cost, readily 
available PVC pipe fittings for the assembly. 
The modifications that I made to adapt the 
design for an ultrasonic detector included: 


Low Pass Filter Gain 


Audio Amp 


Figure 1 — Simplified block diagram of the ultrasonic detector. 
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Figure 2 — Ultrasonic dish assembly. 


Note: This drawing is not to scale. 
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e In the original design, the microphone was 
helci in place with elastic bands. The rea- 
son for this was to isolate the microphone 
from the mechanical assembly. I wanted 
something that would be more rugged, so 

He ythe design modification for ultrasonic use 
uses a piece of the same % inch rubber 
gasket material used for the PVC gaskets 
to support the ultrasonic sensor. 

@ I added a *% inch hole in the back of the 
PVC T connector. This provides a shorter 
path for the shielded wire from the sensor 
to the electronics and also provides a sight 
so that you can see in the direction that 
the sensor is pointed. 

e [increased the length of the top PVC pipe 
to provide a better place to hold the com- 
plete assembly. 


Putting it Together 


All of the components of the mechanical 
assembly are shown in Figure 2. The Edmund 
Scientific parabolic dish is key to building a 
successful ultrasonic detector. This is an 
18 inch aluminum dish with a 1.13 inch center 
hole and a 4.5 inch focal length. The center 
hole is a good fit for the PVC threaded pipe 
assemblies. Rubber gaskets cut from 4 inch 
gasket material provide a tight fit for the PVC 
threaded pipefitting. The drawing for the gas- 
kets and the transducer holder are included in 
Figure 3. | purchased the gasket material at a 
local hardware store. 

One thing that needs to be emphasized is 
the need to paint the parabolic dish. As the 
dish comes from Edmund Scientific, it is 
unpainted aluminum and it is quite an effi- 
cient reflector of light. One of the uses that 
Edmund Scientific advertises for the dish 
is a solar furnace. I tested this “feature” in 
February while the outside temperature was 
about 20°F. I poked a piece of wood through 
the dish hole and aimed the dish at the sun. In 
less than 30 seconds, the wood was smoking. 
It was scorched and would have burst into 
flame had I left it any longer. This convinced 
me to paint the dish, as I did not want to 
destroy the ultrasonic transducer if the dish 
were ever inadvertently aimed too close to the 
sun. I used a spray can of flat black paint to 
paint the dish. This greatly reduces the solar 
reflection but does not have any effect on the 
sound reflection characteristics of the dish. 

The ultrasonic transducer wants to be posi- 
tioned so that its smooth detector side (oppo- 
site from the leads) is at the focus of the dish 
and pointed at the dish. The 4.5 inch dish focal 
length turns out to be the actual depth of the 
dish. Because of this, the focal point can be 
found very easily by simply placing a straight- 
edge across the dish edges and aligning the 
depth of the transducer so that it is aligned 
with the edge of the straightedge. 

The electrical connection from the trans- 
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Material: 


0.4" 


1/8" Thick Lavelle Rubber Sheeting 


(No. 1001C) or equivalent, available in 


1-3/32" 


hardware or plumbing supply store. 


1-3/4" 


Rubber Washer 
(4 Required ) 


1-3/4" 


Rubber Mounting Plate 
(1 Required ) 


Figure 3 — Rubber washer and mounting plate details. 


Figure 4 — Transducer mounting details. 


shielded wire. I had some wire in my junk 
box but you can also use RG-174 coax, which 
is about the same diameter. The shielded wire 
is soldered directly to the transducer and the 
soldered connections keep the transducer 
positioned and locked to the rubber plate. The 
only critical part of the connection is to con- 
nect the shield of the coax to the transducer 
terminal that is electrically connected to the 
case of the transducer. This can be checked 
with an ohmmeter. I found that this was the 
shorter of the two pins on my transducer. An 
RCA audio plug is used on the end that con- 
nects to the electronic converter box. The 
RCA plug will fit through the % inch hole that 
is drilled in the PVC T so the connection can 
be soldered before the wire is passed through 
the PVC pipe. 

The details of the final ultrasonic trans- 
ducer assembly mounted to the parabolic 
dish are shown in Figure 4. The shielded 
cable is held to one of the 10-24 rods with 
small plastic tie wraps. The 10-24 nuts are 
used to adjust the position of the transducer 
so that it is properly positioned at the focus 
of the parabolic dish. 

The schematic of the electronics is shown 
in Figure 5. The design is a modification of 
a downconverter that I found on one of the 
“Bat” Web sites.* The design shown in the 
schematic is based on one published in the 
December 1994 issue of Popular Electronics. 
I made several modifications to the original 
schematic, including the following: 


ducer is made with a length (about 12inches) @ The original circuit used an LMC567 low 


of small diameter (0.11 inch diameter) 


power tone decoder for the oscillator. I 


replaced this with a TLC555 CMOS 555 
timer chip operating in the multivibrator 
mode. The 555 is a very common chip and 
is readily available from multiple sources. 

e {reduced the oscillator tuning range from 
the original 7.5 to 88 kHz to a range of 30 
to 48 kHz. This covers the range required 
to detect 40 kHz arcing signals and makes 
setting of the oscillator much less critical. 

e J changed both of the preamplifier tran- 
sistors from 2N3904 to 2N4401, which 
have a lower audio noise figure, and have 
become a favorite with audio enthusiasts. 

e lI used a 6% x 3% x 2 inch plastic enclo- 
sure that I had to house the electronics. A 
cover plate was fabricated from a piece of 
scrap aluminum. RadioShack used to sell 
these housings with a cover plate, but it is 
no longer a RadioShack item. Keystone 
Electronics makes the same size box, and 
the box and an aluminum cover are avail- 
able from Digi-Key. There is nothing 
critical about the box other than it needs 
to be able to hold the electronics and a 
9 V battery. 


The circuit was built on a RadioShack 
2'%6x 3% inch “universal component PC 
board” (part number 276-168). This board 
has 0.1 inch hole spacing, which will accept 
standard dip packages. It also has two separate 
buses, which are used for power and ground 
connections. Figure 6 is a photograph of the 
finished circuit. The layout is straightforward 
and follows the schematic. 

The input preamplifier section is in the 
lower left-hand corner of the picture and con- 
nects to the RCA input jack. Just to the right 
and slightly above is the mixer, and the audio 
amplifier section is to the far right. The oscil- 
lator is at the top of the board. The circuit 
board and all of the connectors and controls 
are mounted to the housing aluminum cover 
plate. I made some small rubber washers out 
of the same % inch rubber gasket material 
and used two at each Corner to space the cir- 
cuit board off the cover plate. 

I mounted the electronics enclosure to a 
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2N4401 


From Kobitone Ultrasonic Transducer 
(see Figure 2) 


Decimal values of capacitance are in 
microfarads (UF); others are in picofarads 
(pF); Resistances are in ohms; k=1,000, 
M=1,000,000. 
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Figure 5 — Ultrasonic detector schematic and parts list. Most components are stocked by RadioShack, www.radioshack.com; 
Mouser, www.mouser.com, or Digi-Key, www.digikey.com. 


BT1 — 9V “transistor” battery. 
C1-C3 — 0.01 pF, 100 V subminiature 
polyester capacitor (Mouser 140- 

PM2A103K). 

C4 — 180 pF COG (NPO) multilayer 
ceramic (Mouser 80-C315C181J1G). 

C5 — 0.047 uF, 100 V subminiature 
polyester capacitor (Mouser 
140-PM2A473K). 

C6-C9 — 0.1 pF, 100 V subminiature 
polyester capacitor (Mouser 
140-PM2A104K). 

C10 — 470 uF, 25 V capacitor 
(Mouser 140-XRL25V470). 

C11 — 10 pF, 35 V capacitor 
(Mouser 140-XRL25V10). 

C12 — 47 uF, 35 V capacitor 
(Mouser 140-XRL25V47). 

J1 — Panel mount RCA jack 
(Mouser 161-1002). 


64 x 4 inch piece of % inch plywood and 
mounted the plywood to the PVC pipe with 
a pair of two hole galvanized tubing straps. 
The board was left over from a previous proj- 
ect. This arrangement allows the electron- 
ics box to be removed from the PVC pipe 
without opening the electronics box. The 
electronics box could be mounted directly to 
the PVC pipe without the plywood if desired. 
Figure 7 is a photo of the front panel. The 
rear view of the completed detector is shown 
in Figure 8. 


Testing Out the Detector 

Plug a pair of 8 © headphones into the 
Y« inch jack and turn on the power. You 
should hear a white noise rushing sound, 
which will change slightly as you adjust the 
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J2 — % inch panel mount phone jack 
(Mouser 161-1804). 

Pi — Small RCA plug (Mouser 17PP050). 

Qi, Q2 — 2N4401 (Mouser 610-4401). 

Q3 — MPF102 (Mouser 512-MPF102). 

R1, R2 — 220 kQ, % W (Mouser 
660-CF1/4L 224J). 

R3-R6 — 2.2 kQ, % W (Mouser 
660-CF1/4L 222). 

R7 — 1 kQ, % W (Mouser 660-CF1/4L 102J). 

R8, R9 — 270 Q, % W (Mouser 660-CF1/4L 
2714). 

R10, R11 — 10 kQ, % W (Mouser 
660-CF1/4L 103). 

R12 — 100 kQ, % W (Mouser 
660-CF1/4L 104J). 

R13 — 82 kQ, % W (Mouser 
660-CF1/4L 823). 

R14 — 10 kQ, audio control with SPST 
switch (Mouser 31XP401). 


frequency control. The only adjustment that 
has to be made is setting the frequency of the 
555 oscillator. Set the frequency to about 39 
kHz, which will tune the downconverter for a 
40 kHz input signal. There are several ways 
that the frequency can be set. 

I had an ultrasonic transmit transducer, 
which I connected to a signal generator 
adjusted for 40 kHz at a very low output. It 
was then a simple matter to aim the dish at 
the transmit transducer and adjust the fre- 
quency control until I could hear the audio 
tone in the earphones. I marked this point on 
the front panel so that I could easily set the 
oscillator to the correct frequency. 

You can also set the oscillator frequency 
with a frequency counter or an oscilloscope 
connected to the junction of R11 and C2. 


R15 — 50 kQ, linear taper potentiometer 
(Mouser 31VA405). 

$1 — Part of R14. 

U1 —TLC555 CMOS 555 timer 
(RadioShack 276-1778). 

U2 — LM386 audio amplifier (RadioShack 
276-1731). 

Ultrasonic transducer, Kobitone 
255-400ER18 (Mouser 255-400ER18). 

Plastic enclosure — 6% x 3% x 2 inch, 
Keystone Electronics (Digi-Key 700K-ND). 

Cover — Plastic Enclosure Aluminum 
Keystone Electronics (Digi-Key 
2046K-ND). 

Universal component PC Board 
2'%6 x 3% inch (RadioShack 276-168). 

Parabolic reflector — 18 inch diameter 
(Edmund Scientific 3080254), 


The following procedure, which does not 
require any special test equipment, can also 
be used. You can generate an ultrasonic sig- 
nal by gently rubbing your fingers together. 
If you do this in front of the dish, you should 
be able to hear the sound quite loudly. Turn 
down the volume until you can just hear the 
sound of your rubbing fingers and carefully 
adjust the frequency control for the loudest 
sound, You may want to reduce the volume 
further as you make the final frequency 
adjustment. Place a mark on the front panel 
where the frequency control is. That is all 
there is to it — you are now ready to go hunt- 
ing for arcing insulators on power lines. 


Using the Ultrasonic Detector 


The Ultrasonic detector should not be 


Figure 6 — Ultrasonic detector electronic assembly. 


used as the primary tool to hunt for power 
line noise. The techniques outlined in Notes 
1 and 2 should be followed to find the general 
area of the noise. I have been able to get the 
heading of the noise by rotating my triband 
beam while monitoring the noise on 10, 15 
or 20 meters with the receiver in the AM 
position. I have had some success finding 
the initial area by driving around with my car 
and listening to the AM radio tuned to the 
very high frequency end of the band. When 
I am in the vicinity of the noise, I have had 
very good luck using the MFJ-852 power 
line noise meter to narrow down the search. 
This VHF AM receiver has a signal strength 
meter with a 50 dB range and is very useful 
for tracking down the source. I have found 
that when I get close to the source of noise, 
the meter will be close to full scale. 

Once you are in the vicinity of the prob- 
lem pole, it is time to bring out the ultrasonic 
detector. To aim the parabolic dish, site 
through the % inch hole drilled into the PVC 
T and center the ultrasonic transducer in the 
hole. There is enough of a gap around the 
transducer to allow you to see the wires and 
insulators on the pole. If arcing is occur- 
ring, you should hear a deep growl when 
you are pointing at the arcing source. The 
exact sound can be different, depending on 
the exact nature of the arcing. Arcing can 
consist of single or multiple spikes at a 60 or 
120 Hz rate, and each will make a unique 
sound. 

If you read some of the reference material 
about ultrasonic detectors, they will mention 
that, if there is blockage between you and 
the arc, it will not be possible to hear the 
arc. My experience has been that, although 
the amplitude has varied, I have been able 
to hear the arc on all of the poles that I have 
investigated to date. 

The ultrasonic detector is only one of 
several tools that can be used to track down 
radio noise. An ultrasonic detector can get 


Figure 8 — Rear view of completed 
ultrasonic detector. 


you very close to determining the location 
of the problem on a pole. It is also a very 
good verification that a problem exists, but 
the final determination of what needs to be 
fixed and how to fix it should be left up to the 
utility company. Remember that they are the 
experts. The value of the ultrasonic detector 
is that it provides very good and convincing 
evidence that a problem exists on a given 
pole. It is very difficult for the utility com- 
pany to ignore the fact that you are hearing 
actual arcing. It is also possible to record the 


4 


tel 508-285-7600. 


CWTOUCHKEYER P3 TOUCH PADDLE 


©The P3 touch paddle circuit board can be used to make 
your own touch-sensitive keyer paddle or straight key. 
Just add the conductive metal objects of your choice- for 
the paddle contacts, and provide 5 to 14 V de at 2 mA for 
power. The PC board measures 1.5x1 inches and paddle 
contacts can be mounted up to 24 inches away. Price: $28 
assembled or $18 in kit form. To order or for more infor- 
mation, visit www.touchpaddle.com or contact Sumner 
Eagerman, WA1JOS, 14 Boutas Dr, Norton, MA 02766; 


Figure 7 — Ultrasonic detector front panel. 


detector output and to convert the sound to an 
audio file if further proof is required. 
Good hunting! 


Notes 

\“Track and Solve Electrical Interference,” www. 
arrl.org/tis/info/rfi-elec.html. 

2M. Loftness, KB7KK, AC Power Interference 
Handbook. Available from your ARRL dealer 
or the ARRL Bookstore, ARRL order no. 
9055, telephone 860-594-0355, or toll-free in 
the US 888-277-5289; www.arrl.org/shop/; 
pubsales @arri.org. 

3G. Kunkel, “Parabolic Microphone .Design,” 
web.archive.org/web/20041023131641/ 
ourworld.compuserve.com/homepages/ 
G_Kunkel/microphone.htm. 

4“Bat Detector,’ Popular Electronics, Dec 1994, 
www.njsas.org/projects/bat_detector/ 
heterodyne.html. 


Jim Hanson, WITRC, has been an ARRL mem- 
ber for over 50 years. He received his General 
class license in 1951, his Advanced class license 
in 1952 and his Amateur Extra class license in 
1984. His primary ham radio interest has been 
working DX and he is at the top of the phone and 
mixed DXCC honor roll. Jim has a BS degree 
in electrical engineering and has been retired 
from Raytheon Company Inc since 2004 where 
he worked on radar receiver and low noise 
exciter designs. He holds several patents relat- 
ing to radar design. You can reach the author 
at 8 Ethelyn Circle, Maynard, MA 01754 or 
wltre @arrl.net. 
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A Dream Station 


Using a mixture of scrounged and new gear, two hams team up to design 
and implement their ideal remotely controlled station. 


Gary Stouder, K9SG, and Lyman “Hank” Wolfla, K9LZJ 


ost ham projects end up being 

different than anticipated at the 

outset, and that is one of the 

intriguing aspects of Amateur 
Radio. This project began with the construc- 
tion of a storage barn to store documents in 
a climate-controlled environment 2 miles 
from the home QTH of K9SG on 3 acres of 
farmland. 

The first two winters K9SG operated the 
CQ SSB 160 contest with a quarter wave 
vertical wire suspended by a helium balloon 
to try out the barn location. Things worked 
well and the plans called for a small cheap 
Yagi on a small tower in the spring. While 
pursuing a tower K9SG stumbled across a 
lightly rusted 80 foot Rohn SSV tower on 
the ground with weeds growing up through 
it. The delivered price was right and after 50 
hours of hard work, 9 destroyed rotary drill 
wire brushes, and $100 of primer and paint 
the tower looked like new. The little project 
still required an 8 x 8 x 4-foot hole donated 
by the local farmer, $600 to have the rebar 
done, and delivery of 11 yards of concrete, 
which wasn’t figured into the initial cost. 

A tower service company lifted the 
nearly 1 ton tower with most of the antennas 
attached for an additional fee. Luckily the 
county zoning board did not require a per- 


mit for this project since it was near a farm ~ 


with tall grain bins. The cheap project had 
become much more expensive than a little 
tribander on a cheap tower. Prior to raising 
the tower K9SG had discussed the project 
with K9LZJ on several occasions. K9SG 
wanted a contest site in the country and 
K9LZJ wanted a station that could be remote 
controlled from his home QTH 12 miles 
away. Both hams have some antenna restric- 
tions where they live and both decided they 
may downsize into smaller homes with more 
restrictions in the next few years. A joint 
venture was forged to share the expense and 
the fun, with K9SG being the antenna man 
and K9LZJ being the computer man. 


Antennas 


After several changes, the present antenna 
system meets most of the goals for both part- 
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ners. Presently the 15 feet of mast at the top 
has a Force 12 C-4SXL Yagi for two ele- 
ments on 40, 20, 15 and 10 meters mounted 
at 90 feet. The mast also has small M? Yagis 
for 2 meters, 70 cm and 23 cm mounted 
below this. These antennas are turned with 


an Alfa Spid rotator that is now controlled by 
a Green Heron Engineering RT-20 control- 
ler. An 80/160 parallel dipole is attached at 
the top of the tower to give year-round cov- 
erage on the lower bands. A Tic Ringrotor 
cradles a versatile 4 element SteppIR Yagi 
at 62 feet for everything between 20 and 
6 meters and it is now also controlled by an 
RT-20 controller. A 900 MHz Yagi mounted 
at 50 feet is pointed at K9SG’s house for 
Internet access, and there is a Force 12 C3S 
at 40 feet pointed to the Caribbean. 

K9SG had three 45 foot used wooden 
power poles delivered and planted for 
antenna supports. One 38 foot pole is a 
unique 80-meter /4-wave vertical using three 
wires spaced 30 inches apart climbing the 
pole on fiberglass spacers feeding a 25 foot 
isolated tapered aluminum radiator at the 
top. It covers the whole band with an SWR 


of less than 2:1. Another pole is used as a 
support for a 160 meter inverted L for win- 
tertime use when radials can be laid out after 
the crops are harvested. The newest addi- 
tion is a DX Engineering 4-square receive 
array used for 160 and 80 meter receive that 
can be switched to Europe, the Caribbean, 
the South Pacific and Japan. All of these 
antennas can be switched at the shack or by 
remote Internet control. This combo gives 
capability from 160 to microwave on most 
frequencies. 


Inside the Shack 


The shack can support moderate-level 
single contesting or low-level two operator 
contesting on HF and VHF. The main HF 
station is an ICOM IC-756PRO transceiver 
that is computer controlled and drives an 
ICOM PW-1 amplifier most of the time and 
a QRO 2500 amplifier when full power is 
needed during contests. The output from the 
chosen amplifier runs through a new Array 
Solutions Powermaster SWR/power meter 
that allows both control head and computer 
monitoring of the main station. 
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Travis Family 


From: "Jim Hanson" <w1trc@arrl.net> 

To: "Travis Family" <olg77tr@buncombe.main.nc.us> 
Sent: Saturday, May 27, 2006 10:20 AM 

Subject: Re: April aritcle power line noise Detector 


Hi John: 
At 07:43 AM 05/27/2006 -0400, you wrote: 


>A fascinating article.....not too many QST articles really catch my 
>imagination but yours certainly did!! 
= 


Thank you for the nice words about the article. I enjoyed writing it and 
have received quite a few complements on the article. I am glad that you 
enjoyed it. 


>I have friends in Danville Va who are plagued by power line noise....this 
>device should get their attention! 
S 


If they do intend on building one, there is now a printed circuit 

available. Since the QST paper was published, two hams, John Brosnahan 

(WOUN) and Tom Hammond (NOSS), have collaborated on a printed circuit board 
layout. FAR circuit's http://www.farcircuits.net/ is making the printed 

circuit boards and is selling them for $5 plus shipping. If you go to the 

FAR web site, and scroll down to "UNDER MISC." you will find the following 
"QST APR '06 A HOME MADE ULTRASONIC POWER LINE ARC DETECTOR BOARD 
$5.00". If you click on this, it will take you to a new window with the 

title "MISCELLANEOUS PROJECTS". About 1/2 way down the page, you will find 
this project listed. If you click on the title, you will get a .pdf 

document that WOUN and NOSS put together that has the following 4 sheets. 


1) A schematic 

2) A drawing of the printed circuit board layout and assembly drawing 

3) An updated parts list ( Note that all of the electrical parts can be 

purchased mail order from "MOUSER" electronics. http://www.mouser.com/ ) 
4) Some notes and comments about some of the parts. 


, : 
If yo have problems getting parts, check Tom Hammond's web site at the 
fol¥wing URL: 


Kttp://www.nOss.net/ 
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Tom has a pdf file that has notes about the detector. He posted the latest 
notes, dated 16 May 2006, just before he left for the Dayton 

convention. Among other things, the notes address shortages and 
alternatives for some of the components. 


>Re pointing it at the sun, and the heat that thereby developed....have you 
>thought about heating water with the dish ??...4mmm. then you would have 
>the problem of tracking the sun...another challenge I suppose. But then 
>since we are tracking satellites nowadays, perhaps that would not be such 
>a big problem. 


>If you have a few minutes, I'd appreciate your comments. I just told some 
>of our "old goats" on 3976 about it and have kicked up some interest. 


> 


One of the uses that Edmund's advertises for the dish is a solar 
heater. They have the following information on the parabolic dish on their 
web site: 


"Applications include solar energy collectors (solar furnaces), 
directional microphones, and detector systems." 


Because the dish concentrates the sun over a very small area, it is not the 
best shape to use as a water heater. The heat is very concentrated and it 
gets very hot very fast but only over a very small area. A better shape 
for heating water is a parabolic trough collector. I found the following 
web site that describes these kind of heaters. 


http://www.environmental-expert.com/articles/article193/article193.htm 


>BTW, come and see our museum in Asheville NC some day! You can take a 
>peak at a site I need to update; 
><http://www.saradiomuseum.org>www.saradiomuseum.org I'm just sending an 
>article to QST about it....what the heck here it is attached. 

> 


I took a look at the web site and it looks like a very nice museum. | just 
may visit it some day. My wife would like to visit the Asheville, NC 
area. I have relatives who live in South Carolina and we drove down to 
visit them a couple of years ago. We drove through NC at the time and 
spent some time visiting Kitty Hawk and the Wright Brothers museum. 


>You may have otherwise written for QST before,,,,so I'd appreciate any 
>comments about making it more "QST readable" , really. Whatever, I'm tough. 
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